Traumatic fracture of posterior chamber intraocular lens.
An 18-year-old man developed a fracture in a single-piece polymethylmethacrylate posterior chamber (PC) intraocular lens (IOL) at the optic-haptic junction with dislocation of the IOL into the anterior chamber after a fist injury to the eye. The dislocated IOL was explanted and replaced with another PC IOL.